Unusual presentation of a large infected hemophiliac pseudotumor in an autologous indium-111 WBC scan.
A false-negative In-111 WBC scan was obtained in a case of a large, infected hemophiliac pseudotumor. Following aspiration of the abscess, a positive scan was seen, demonstrating that In-111 WBC imaging occasionally may be misleading as a diagnostic tool.